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SUMMARY 

A. Objective 

The object 

the operational 

mu1 tipliers 

B. ScorJe 

of this study was to provide a better understanding of 

gain-fatigue mechanism in continuous-dynode electron 

This effort encompassed the study of gain changes in electron multi- 

pliers as a function of their operational parameters and their environment, 

especially temperature, pressure, and residual-gas constituents. The 

basic environment was a room-temperature, vac-ion-pumped, ultra-high- 

vacuum (UHV) station operated at pressures below 10 torr. Temperature 

excursions were from about 0°C to 7OoC. 

lo-’ torr to about 

gas environment, partial pressures of nitrogen, oxygen, argon, carbon 

dioxide, hydrogen, and air were introduced for varying time periods. 

Commercial and experimental continuous-dynode multipliers and a discrete- 

dynode multiplier, all with radioactive @ source inputs, were operated 

simultaneously in close proximity to each other within the common vacuum 

environment, with comparable initial output currents. 

-8 

The pressure was varied from 

torr. In addition to the normal vac-ion residual- 

The gain change was measured and evaluated as a function of operating 

time and other parameters over a period of eight months of essentially 

continuous operation. Postoperational electrical, optical, physical, and 

chemical analyses of the multipliers and collector electrodes were con- 

duc ted . 
C. Conclusions 

There is a rapid, and at least partially reversible gain change re- 

lated to the cascade electron flux in the multiplier, the resistive-dynode 

surface temperature, and the constituency and pressure of the gaseous 

environment in the vicinity of the multiplier surface, apparently related 

to the corresponding changes in the physical and chemical equilibrium 

ii 



* s t a t e  of t he  dynode surface.  Both increases  and decreases i n  ga in  ex- 

ceeding one order  of magnitude w e r e  observed i n  some cases. 

There appears t o  be a long-term change i n  the  surface composition 

of the dynode r e s i s t i v e  surface6 due toelectron-induced desorpt ion of 

oxygen (and o the r  gases) ,  causing a chemical reduct ion of the  sur face  

t h a t  reduces the  f i l m  r e s i s t ance  and the secondary-emission r a t i o  of t h e  

surface.  The r a t e  of ga in  l o s s  decreases w i t h  operat ing t i m e ,  presumably 

because of t he  decreased population of r e l easab le  gases. Exposure of 

t h e  sur face  t o  increased pressure of oxygen (and some o ther  gases) appar- 

e n t l y  p a r t i a l l y  replenishes  the  depleted region, r e s u l t i n g  i n  p a r t i a l  

ga in  recovery. 

D. Recommendations 

1. The s u b s t a n t i a l  e f f e c t  on gain following in t roduct ion  of modest 

p a r t i a l  pressures  of oxygen and/or hydrogen gas t o  the  mul t ip l i e r  oper- 

a t i n g  environment should receive f u r t h e r  study. If a con t ro l l ab le  and 

bene f i c i a l  e f f e c t  on gain can be demonstrated, i t  should be poss ib le  t o  

provide f o r  continuous or per iodic  in t roduct ion  of gas or gases t o  counter- 

ac t  the  opera t iona l  ga in  fa t igue .  

2. The complex sur face  chemistry apparent ly  involved i n  the  oper- 

a t i o n a l  ga in  change of distributed-dynode m u l t i p l i e r s  should receive 

addi t iona l  study. 

The r ecen t ly  r e f ined  technique of using low-energy e l ec t ron  bombard- 

ment and ana lys i s  of the  energy spec t r a  of the  r e s u l t i n g  Auger e l ec t rons  

f o r  de t ec t ion  and i d e n t i f i c a t i o n  of microchemical sur face  changes is  

suggested a s  a s u i t a b l e  approach t o  obta in  more quan t i t a t ive  information 

on the  gain-change mechanism. 
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I INTRODUCTION 

A. Purpose 

The purpose of this Phase I11 Study was to ascertain, by experiment 

and analysis, the principal cause or causes of operational gain fatigue 

in continuous-dynode electron multipliers. 

B .  Scope 

This effort encompassed the study of gain changes in electron multi- 

pliers as a function of their operational parameters and their environment, 

especially temperature, pressure, and residual-gas constituents. The 

basic environment was a room-temperature, vac-ion-pumped, ultra-high- 

vacuum (UHV) station operated at pressures below 10 torr. Temperature 

excursions were from about 0°C to 70°C. 

lo-’ torr t o  about 

gas environment, partial pressures of nitrogen, oxygen, argon, carbon 

dioxide, hydrogen, and air were introduced for varying time periods. 

Commercial and experimental continuous-dynode multipliers and a discrete- 

dynode multiplier, all with radioactive B source inputs, were operated 
simultaneously in close proximity to each other within the common vacuum 

environment, with comparable initial output currents. 

-8 

The pressure was varied from 

torr. In addition to the normal vac-ion residual- 

The gain change was measured and evaluated as a function of operating 

time and other parameters over a period of eight months of essentially 

continuous operation. Postoperational electrical, optical, physical, and 

chemical analyses of the multipliers and collector electrodes were con- 

ducted. 

C, Background 

The availability of small, lightweight, low-power, relatively simple 

electron multipliers capable of converting incoming energy packets (UV, 

X-ray, electron, ion, etc.) into highly amplified (gains in excess of 

10 ) output pulses offers an appealing approach to upper-atmosphere and 

outer-space measurement and analysis problems. Where prolonged experi- 

ments are desired, the reliability and stability of such devices in the 

environment to be analyzed is a major concern. Of particular importance 

6 
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i s  the  decrease i n  ga in  observed i n  extended labora tory  operat ion of 

these . * 

SRI's microelectronics  program required the development of an elec- 

t ron mul t ip l i e r3  t h a t  could withstand a 900" C vacuum bakeout; hence only 

r e f r ac to ry  mater ia l s  could be used i n  i t s  f ab r i ca t ion .  The device devel- 

oped f o r  t h i s  appl ica t ion  cons i s t s  of two i d e n t i c a l ,  paral le l -plane,  

o p t i c a l l y  polished, fuzed-s i l ica  s t r i p s ,  mounted t o  form a channel, a s  

shown i n  Figs. 1 and 2. The inner  or dynode sur faces  of the  channel a r e  

f i l m s  prepared by codeposit ing aluminum oxide and molybdenum i n  propor- 

t i ons  adjusted t o  y i e l d  the desired r e s i s t i v i t y .  The contact  e lec t rodes  

f o r  the  dynodes a r e  molybdenum f i l m s ,  with a molybdenum tab facing the  

e x i t  end of the channel serving a s  the  co l l ec to r .  T h i s  d e v i c e  opera tes  

i n  a manner s imi l a r  t o  commercially produced tubular  or channel mul t i -  

p l i e r s4  '5, w i t h  comparable gains  i n  excess of 10  . 
s t r i p  configurat ion permits access t o  the  resist ive-dynode sur face ,  a 

f ea tu re  not r e a d i l y  ava i l ab le  i n  the  tubular  devices.  

6 However, t h e  para l le l -  

The s t r i p  m u l t i p l i e r  was f ab r i ca t ed  w i t h  resist ive-dynode mater ia l s  

d i f f e r e n t  from those used i n  the  tubular  devices,  and both tubular  types 

used mater ia l s  d i f f e r e n t  from those t y p i c a l l y  used i n  discrete-dynode 

e l ec t ron  mul t ip l i e r s .  Hence t o  s tudy  the  opera t iona l  gain change, i t  

appeared appropriate  t o  operate  models of each of these types of devices 

simultaneously i n  a common con t ro l l ab le  environment, t o  a s c e r t a i n  their  

respec t ive  responses, and t o  provide in s igh t  i n t o  the  gain-change mechanism. 

D. Work Summary 

Four e l e c t r o n  m u l t i p l i e r s  were prechecked, mounted on a common f lange 

and placed i n  a vac-ion-pumped UHV s t a t i o n .  Mul t ip l i e r  input  exc i t a t ion  

was by m i l l i c u r i e  rad ioac t ive  p sources.  The vacuum chamber was evac- 

uated t o  < lom8 t o r r  pressure,  and the  output cur ren t  (a  d i r e c t  i nd ica t ion  

of ga in  f o r  a constant  input )  was measured continuously. The e f f e c t s  of 

temperature, pressure const i tuency of the  gaseous environment, and in t e r -  

rup t ions  of operat ing high vol tage were measured throughout an e ight -  

* 
References a r e  l i s t e d  a t  the  end of t he  repor t .  
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month period. Following the operational period the multipliers were sub- 

jected to visual, electrical, and physical/chemical analysis. 

Concurrently, a literature survey was made and discussions were 

held with people knowledgeable in pertinent areas. 

A preliminary hypothesis of the gain fatigue mechanism was developed 

and evaluated against the measured operational results. 

4 



I1 DISCUSSION 

A. Experimental Facility 

The UHV system used for this experiment was a 6-inch diameter by 

12-inch long cylindrical stainless steel chamber with two 8-inch and 

five 2-3/4-inch copper gasketed ports; the ports provided adequate 

viewing-window and electrical feedthrough capability. The chamber was 

roughed in succession by a liquid-air-trapped mechanical pump and a 

liquid-air-cooled Vac-Sorb pump. A 50-liter/sec standard vac-ion pump 

and its related vacuum gauge were used for attaining and measuring ultra- 

high vacuum. Provision for  heating the system was made by winding heating 

tapes around the main cylinder and the pumping port. An automatic con- 

troller permitted holding the temperature of the overall vacuum chamber 

within about f 1°C of any desired setting higher than room temperature. 

63 The input excitation for the multipliers was by 4 millicurie Ni 
radioactive B sources disposed near their respective input apertures. 
The effective input currents were on the order of 10 to amps. 

The source/distance/input-aperture geometries and operating voltages of 

the respective multipliers were adjusted to provide about 3 X 10 amps 

of initial output current to the collector electrodes. Suitable "bias" 

voltages for the input sources and output electrodes were provided by 

dry batteries. Figure 3 is a functional diagram of the multiplier's 

operational circuitry. 

-14 

-9 

The operating high voltages for the multipliers were provided by 

Northeast Scientific Corp. RE 5002 regulated high-voltage supplies. 

The output currents were measured by separate HP 425 dc microvolt 

ammeters (Nano ammeters). For most of the operational period, the out- 

put was continuously recorded by a multichannel chart recorder, fed 

from the microvolt ammeters. The high voltage was checked periodically 

using a Sensitive Research Corp. model ESH electrostatic voltmeter. 

A thermocouple and thermal controller applying power to heater tapes 
around the vacuum chamber permitted controlling of the vacuum-system 

temperature to about - 1 C at any desired setting above room temperature. + o  

5 
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The upper limit was set by the maximum permissible temperature on the 

vanadium-phosphate-glass multiplier: 

ational. 

70' C operational; 100" C nonoper- 

A stainless steel gas manifold system connected through a needle 
valve to the vacuum station interior permitted the controlled introduc- 

tion of selected gases into the system at pressures above the system 

base pressure of approximately 1 x 10 torr. The manifold system was 

purged by heating and pumping through a liquid-air-trapped vacuum sys- 

tem, and flushing the manifold with the selected gas several times prior 

to its introduction into the vacuum system. 

-9 

Four electron multipliers were operated simultaneously in close 

proximity to each other within the vacuum system. 

1. 

2. 

3. 

4. 

An S R I  parallel-strip multiplier as described in Ref. 1 

with molybdenum-alumina resistive dynode surfaces. This 

was an experimental high-resistivity device with a re- 

sistalace of about 10 R. 
A commercial 14-stage discrete dynode multiplier with 

oxidized beryllium copper dynodes. Glass-encased pre- 

cision 1MR resistors between dynodes provided the 

proper operating voltage distribution. 

An early experimental model from a commercial supplier 
of a tubular multiplier with an internal coating of 

vanadium phosphate glass as the resistive dynode sur- 

face, and a resistance of - 10 Q. This had an 0.05- 

inch I .D.  and was formed into an 0.5-inch diameter 

he1 ix. 

A commercial tubular multiplier of lead oxide glass 
9 with a resistance of - 10 R. This had an - 0.08-inch 

I.D. and was formed into a three-quarter circular arc 

of about 1-3/4-inch diameter. 

11 

10 

Figure 4 is a photograph of the four multipliers mounted on a feedthrough 

port of the vacuum system. 

7 
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* B .  Operational Results 

1. Gain vs Time Effects 

The four multipliers were individually prechecked, and then 

mounted and installed in the UHV station. The system was pumped to 

1 X 10 torr, and operation of the multipliers was rechecked, followed 

by a 9CfC system bake fo r  about 6 hours. On return to room temperature, 

the system pressure was less than 1 X 10 torr. The operating voltages 

were applied to the multipliers, and they were run continuously (except 

for a few brief periods occasioned by equipment malfunction or  deliber- 

ate testing) fo r  a period of 260 days. Figure 5 is an overly smoothed" 

plot of the output current behavior of these multipliers during this 

period. Figure 6 provides a more detailed structure of the output 

current variation with time. A description of the environmental and 
operational situations that were applied and the resulting changes in 

output current are detailed in the following sections. 

7 

-8 

11 

2. Thermal Effects 

Figure 7 illustrates the output current resulting from multi- 

plier operation at various temperatures in the range from below ambient 

room temperature to 78 C y  the maximum allowable operational temperature 

for the vanadium-phosphate multiplier. 

during the 22nd to 25th days are somewhat unceratin because of leakage 

currents and HV breakdown caused by moisture condensation on the multi- 

plier leads immediately external to the vacuum system. 

The results for the - CfC period 

The moly-alumina strip and vanadium-glass tubular multipliers tended 

to increase in output with increasing temperature, while the lead-glass 

tubular device decreased. The output of the beryllium-copper discrete- 

dynode multiplier decreased with increasing temperature from room tem- 

perature to about 5OoC, then increased. 

operational temperatures were repeated, the outputs were at a lower 

level than on the prior temperature exposures. 

In almost all cases, when 

Prior to the sub-room-temperature exposure, gain of most of the 

multipliers was quite stable at a given temperature setting. Subse- 

quently, the moly-alumina strip multiplier exhibited a marked decrease 

in gain during the controlled-temperature sequences. 

9 
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A f i n a l  controlled-temperature v a r i a t i o n  near the end of the  e ight -  

month run showed no s i g n i f i c a n t  change i n  thermal e f f e c t s  from those 

noted a t  t he  s t a r t  of the  run. 

3. In te r rupted  Operation (Recovery) E f f e c t s  

A t  1185 hours and again a t  1668 hours, the high vol tage t o  a l l  

u n i t s  w a s  turned o f f  overnight (about 15  hours). Figure 7b roughly 

i l l u s t r a t e s  these periods.  The f'recovery'f r a t e  was not monitored, bu t  

the p l o t  dbes show the magnitudes and ga in  f a l l -o f f  r a t e s  for the  various 

m u l t i p l i e r s  a f t e r  reappl ica t ion  of the  opera t ing  voltage.  The e a r l i e r  

run was a t  7 8 C ,  the l a t e r  one a t  25OC. 

and lead-oxide tubular  devices  had dropped t o  their former operat ing 

l e v e l  wi th in  one hour a f t e r  turn-on; the moly-alumina s t r i p  u n i t  decayed 

r ap id ly  i n i t i a l l y ,  but a t  a decreasing r a t e .  I n  t h e  7 8 C  run, t h a t  u n i t  

was s t i l l  above the  turn-off output cur ren t  value 10  days l a t e r ;  f o r  t h e  

25OC run i t  took about 20 hours t o  resume i ts  former value and decay 

r a t e .  The l a t te r  run i s  i l l u s t r a t e d  i n  Fig. 8. 

In  both cases ,  the  B e  CU d i s c r e t e  

An e a r l i e r  recovery test a f t e r  only 150 hours of operat ion showed 

a recovery e f f e c t  only i n  t h e  B e  Cu discrete-dynode mul t ip l i e r .  T h i s  

appears reasonable,  s ince  a t  t h a t  t i m e  the  moly-alumina s t r i p  and lead- 

oxide tubular  u n i t s  had not suf fe red  any l o s s  i n  output ;  the  vanadium- 

g l a s s  u n i t  never exhib i ted  any s i g n i f i c a n t  recovery e f f e c t  because of 

i n t e r rup ted  operation. 

Figure 9 i l l u s t r a t e s  a t yp ica l  cycle  of the  short-term recovery 

e f f e c t s  f o r  t he  moly-alumina and B e  Cu u n i t s  a t  25OC and 78C.  The 

m u l t i p l i e r  vol tages  were cycled o f f ,  then on, during successive 20- 

minute periods.  The high vol tage was changed during successive on" 

per iods t o  provide output cur ren ts  both above and below the  e s t ab l i shed  

p r e t e s t  l e v e l s ,  and t h e  change i n  output cur ren t  was monitored w i t h  t i m e .  

The u n i t s  were switched on b r i e f l y  (20 -30 seconds) every 5 minutes 

during the  "off" cycle  t o  determine the  p o t e n t i a l  operat ing l eve l .  

r a t e  and magnitude of recovery of the B e  Cu u n i t  was s u b s t a n t i a l l y  higher 

than f o r  the  moly-alumina device. For both u n i t s ,  the  short-term r a t e  

of f a l l -o f f  i n  ga in  (output cu r ren t )  following resumption of opera t ion  

w a s  s i g n i f i c a n t l y  a f f ec t ed  by t h e  output cu r ren t  l eve l .  In  f a c t ,  a t  a 

1f 

The 
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A r e l a t i v e l y  low output cur ren t  l e v e l ,  the  moly-alumina mul t ip l i e r  showed 

an increasing output cur ren t  during t h e  ontt period. Thus, a t  l e a s t  

the  short-term fa t igue  effect i s  c l e a r l y  a funct ion of the cur ren t  l eve l .  

19 

The sho r t  dashed l i n e s  of Fig. 1 0  show the modest increase  i n  mag- 

n i tude  of the  short-term interrupted-operat ion recovery effect  a f t e r  

about 79 months of operation. 

some d i r e c t  r e l a t ionsh ip  t o  the  amount of long-term fa t igue  experienced. 

The magnitude of recovery does exh ib i t  

4. Environmental Pressure-Consti tuent E f fec t s  

A t  i n t e r v a l s  during the  extended m u l t i p l i e r  operat ion,  p a r t i a l  

p ressures  of various gases  (ni t rogen,  argon, oxygen, C02, hydrogen, and 

a i r )  w e r e  introduced i n t o  t h e  UHV system a t  pressures  ranging from t h e  

pump base pressure of about 1 X 1 0  t o r r  t o  a s  high a s  3 X 10  t o r r .  

(The pressures  recorded represent  the  ac tua l  vac-ion pressure gauge 

reading ( ion  cu r ren t )  without any attempt t o  co r rec t  the  reading f o r  the  

p a r t i c u l a r  gaseous cons t i t uen t  involved). 

-9 -4 

Both short-term and long-term effects were noted. B r i e f  exposures 
-4  (seconds t o  a f e w  minutes) t o  p a r t i a l  p ressures  up t o  3 x 1 0  t o r r  

pressure readings r e su l t ed  i n  e s s e n t i a l l y  instantaneous and r eve r s ib l e  

increases  i n  output cur ren t  of about an order  of magnitude. There was 

no not iceable  effect below about 1 X t o r r ,  and sa tu ra t ion  appeared 
- 4  t o  be s e t t i n g  i n  a t  about 2 x 1 0  t o r r .  Figure 11 i l l u s t r a t e s  the  

short-term reve r s ib l e  ga in  changes. For most of t h e  introduced gases ,  

t h e  ga in  change of a l l  the  mul t ip l i e r s  except t h a t  of the moly-alumina 

s t r i p  device f e l l  wi th in  the  narrow shaded band. The exceptions a r e  

noted on the  f igure .  The output of the moly-alumina s t r i p  showed an 

i n i t i a l  peak i n  t h e  low lom6 t o r r  pressure range, then a decrease,  

followed by a f a i r l y  rap id  increase  i n  the  10  t o r r  region. -4 

The introduced gases,  i n  addi t ion  t o  being cycled r ap id ly  through 

the pressure ranges reported above, a l s o  w e r e  sus ta ined  a t  pressures  i n  

the t o  t o r r  range f o r  varying periods of hours t o  study longer- 

t e r m  e f f e c t s .  Figure 12 i l l u s t r a t e s  the e f f e c t  of the  in t roduct ion  of 

N t o  the  UHV system. Before the  valve was opened, t he  system base 

pressure was 3.8 X 10  t o r r .  Nitrogen was introduced a t  such a r a t e  
2 -8 
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-7 “ t h a t  the vac-ion meter ind ica ted  4 X 1 0  t o r r  pressure.  There was an 

immediate rise i n  the  output of a l l  four  mul t ip l ie rs - - subs tan t ia l  f o r  

the moly-alumina u n i t  and small f o r  the  others .  A s  operat ion continued 

a t  t h i s  pressure,  the  output of the  moly-alumina device continued t o  rise 

rap id ly ,  t h a t  of the  lead-axide u n i t  dropped of f  subs t an t i a l ly ,  and t h a t  

of the  Be Cu discrete-dynode u n i t  dropped moderately, w h i l e  the  vanadium- 

g l a s s  device showed l i t t l e  change. Overnight, the vacuum-system pressure 

dropped from 4.0 t o  1.5 x t o r r .  When i t  was res tored  t o  the  

4.0 X lom7 t o r r  l eve l ,  a l l  devices again ind ica ted  a slight-to-moderate 

rise i n  output.  

-6 The vacuum-system pressure was next r a i sed  i n  s t eps  t o  1 x 10  t o r r  

and then res tored  t o  4 x t o r r ,  r e s u l t i n g  i n  the rap id  rise and f a l l  

of output  a s  i l l u s t r a t e d .  Further  operat ion a t  4 X 10 t o r r  r e s u l t e d  

i n  s t a b l e  output from t h e  vanadium-glass and B e  Cu discrete un i t s ,  and 

decreasing output from the  moly-alumina and lead-glass  un i t s .  

-7 

The following day the  devices were again pressure-cycled i n  s t eps ,  

t h i s  t i m e  t o  1 X t o r r .  A l l  devices showed increasing output w i t h  

pressure,  except t h a t  the  output of the moly-alumina s t r i p  u n i t  peaked 

a t  about 2 X t o r r  and then fe l l  of f  w i t h  f u r t h e r  increase  i n  pressure.  

Subsequently, the  i n l e t  valve was closed, and the  vacuum s y s t e m  
-9 pumped t o  a lower base pressure of about 1 x 1 0  t o r r .  The output of 

the  vanadium-glass m u l t i p l i e r  continued unchanged; the  o ther  mul t ip l i e r  

ou tputs  changed toward their  opera t iona l  l e v e l s  before ni t rogen in t ro -  

duct ion,  although a t  a much slower r a t e  than f o r  t he  i n i t i a l  change. A 

week l a t e r ,  none of the  u n i t s  had y e t  reached their  p r e t e s t  l eve l s .  

Two addi t iona l  exposures t o  n i t rogen  p a r t i a l  pressure were conducted 

t o  determine the  v a l i d i t y  of the  e a r l i e r  N run and t o  a sce r t a in  whether 

the  r e l e a s e  of gases previously entrapped by the  vac-ion pump had con- 

tr ibuted s i g n i f i c a n t l y  t o  the  observed r e s u l t s .  The l a t t e r  p o s s i b i l i t y  

was of p a r t i c u l a r  concern s ince  the  pump had been running s t e a d i l y  f o r  

about 2500 hours without cycl ing,  and the base pressure reading had 

dropped by a f a c t o r  g r e a t e r  than 30 ( t o  about 1 x lo-’ t o r r )  subsequent 

2 
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“ t o  the  i n i t i a l  N introduct ion.  The two addi t iona l  n i t rogen  exposures 

produced r e s u l t s  s u b s t a n t i a l l y  s imi l a r  t o  the i n k t i a l  run, i nd ica t ing  

t h a t  evolved gas from t h e  pump wa l l s  was probably not a s i g n i f i c a n t  

f ac to r .  

2 

Following the in t roduct ion  of ni t rogen,  t he  i n l e t  manifold was 

purged by pumping and heat ing,  and the  manifold s y s t e m  was f lushed  w i t h  

argon severa l  t i m e s .  ( T h i s  purging and f lush ing  was done f o r  each gas 

p r i o r  t o  i t s  release i n t o  the UHV system).  Then argon was introduced 

i n t o  the  UHV sys t em a t  var ious pressures  i n  the  10 t o  t o r r  range. -9 

The f a s t  response t o  pressure change was i l l u s t r a t e d  i n  Fig. 11. 

With extended exposure t o  argon over a period of several  hours i n  t h e  

t o r r  range, there was v e r y  l i t t l e  change i n  output cur ren t  from the  

B e  Cu and vanadium-glass mul t ip l i e r s ,  and a modest increase  i n  the  moly- 

alumina device with almost instantaneous drop t o  the  pre-argon l e v e l  

when the  input  was c u t  o f f .  The output of the  lead-glass  m u l t i p l i e r  

dropped about a f a c t o r  of 2 during the  argon exposure and slowly re- 

gained i t s  former l e v e l  a f t e r  severa l  days of normal environment 

opera t ion. 

Following the argon test ,  oxygen was introduced i n t o  the sys t em.  

A s  i n  the  p r i o r  exposures of the  m u l t i p l i e r s  t o  ni t rogen and argon, 

there were both rap id  and long-term e f f e c t s ,  and the moly-alumina and 

lead-glass u n i t s  exhib i ted  g r e a t e r  long-term changes than the  B e  Cu 

and vanadium-glass uni t s .  

Figure 13 i l l u s t r a t e s  the  long-term e f f e c t  of oxygen on the  var ious 

mul t ip l i e r s ,  the output of the  moly-alumina device increasing and the  

output of the  lead-glass  u n i t  decreasing w i t h  exposure. When the oxygen 

input  was cu t  o f f ,  the output  of the moly-alumina mul t ip l i e r  s t a r t e d  

dropping toward i ts  e a r l i e r  l eve l ,  and the  output of t h e  lead-glass  u n i t  

rose  very slowly toward i ts  pre-oxygen l eve l .  

Following the  long-term oxygen exposure, the  UHV system was operated 
-8 

for over 24 hours with an oxygen p a r t i a l  pressure of 5 f 2 X 10 

a pressure below the  short-term threshold l e v e l ,  N o  change i n  output 

a t t r i b u t a b l e  t o  t h i s  exposure was noted. 

t o r r ,  
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L Next, an attempt t o  determine the  effect of nonoperational exposure 

t o  oxygen w a s  i n i t i a t e d .  F i r s t ,  the high vol tage was turned off over- 

n ight  and turned on the following morning. The output followed the 

expected recovery decay curve. 

the  day, and the high vol tage was turned of f  again overnight.  Oxygen 

was introduced a t  an i n i t i a l  pressure of 4 x 1 0  t o r r ,  above the  pre- 

viously e s t ab l i shed  threshold leve l .  The next morning, the  oxygen 

supply was cu t  o f f ,  and a f t e r  the pump had brought the  UHV sys t em 

pressure t o  2 X 1 0  t o r r ,  the  high vol tage was reappl ied,  There was 

a moderate increase  i n  the  output of the  moly-alumina mul t ip l i e r  and a 

decrease i n  the output  of t h e  lead-glass u n i t  over t h a t  of the previous 

day, i nd ica t ing  t h a t  a t  least  p a r t  of the effect  causing gain change i s  

independent of the  presence of the cascade secondary e lec t rons .  

The m u l t i p l i e r s  w e r e  operated throughout 

-7 

-8 

Exposure of the  four  m u l t i p l i e r s  t o  CO and hydrogen produced re- 2 
s u l t s  very s imi l a r  t o  those experienced e a r l i e r  w i t h  n i t rogen,  argon, 

and oxygen. 

above about 1 x t o r r ,  r i s i n g  a t  an increasing r a t e  up through 1 0  

t o r r .  When the gas i n f l u x  was sustained f o r  24 hours a t  pressures  above 

the  threshold l e v e l ,  t he  outputs  of the  B e  Cu and lead-glass devices 

dropped i n i t i a l l y ,  then tended t o  l e v e l  off The vanadium-glass mult i -  

p l i e r  output rose  s l i g h t l y .  The cur ren t  of the  moly-alumina device rose  

and, f o r  hydrogen, continued t o  rise s l i g h t l y .  For the  CO exposure, the  

output of t he  device peaked a f t e r  a few hours and then decl ined s l i g h t l y .  

The maximum change w a s  a f a c t o r  of about 2 for the moly-alumina m u l t i p l i e r  

with hydrogen. 

The m u l t i p l i e r  output  rises when the pressure is r a i sed  
-4 

2 

Prior t o  termination of the  opera t iona l  run, a i r  w a s  s l o w l y  i n t ro -  

duced i n t o  the  system through a l iquid-ni t rogen cold t r a p ,  The short-and 

long-term change i n  output cur ren t  versus a i r  p a r t i a l  pressure was measured, 

a s  had been done e a r l i e r  with o the r  gases. The r e s u l t s ,  not su rp r i s ing ly ,  

were similar t o  those obtained f o r  n i t rogen  and oxygen. When the  a i r  

p a r t i a l  pressure was extended beyond 1 X low4 t o r r ,  t he  r a t e  of increase  

dropped off rap id ly ,  approaching s a t u r a t i o n  a t  about 2 x loe4 t o r r .  
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5.  Post-run Analysis 

a. Resistance. The resistance of all the distributed-dynode 

multipliers decreased during the extended operation; the moly-alumina 

device to about 50 percent, the lead-glass multiplier to 87 percent, and 

the vanadium-glass unit to 95 percent of their respective original values. 

The Be Cu discrete-dynode multiplier used separate glass-enclosed re- 

sistors, which did not change appreciably during the run. 

There was no detectable variation of resistance gradient along the 

moly alumina resistive surface from input to output, although the base 

resistance of the strips was so high that the validity of this measure- 

ment is doubtful. This was the only device where the dynode surface 

was available for analysis without destruction of the multiplier. 

b. Gain/Voltage Relationships. The slopes of the gain/voltage 

curves of the four multipliers following 6000 hours of operation were the 

same as the pre-operation slopes. Because of gain degradation, a higher 

voltage was required with the fixed input current, to provide a given 

value of output current. The ratios of final-to-initial voltage for 

1 x 10 A output for the multipliers were: -9 

(1) Be Cu discrete 1:1.16 

( 2 )  Lead and vanadium tubular 1: 1.22 

(3) Moly-alumina 1:1.37 

c. Optical Analysis. After the operational period, the system 

was raised to atmospheric pressure, and the multipliers were removed for 

examination. The only visible change was a 1/64-inch by 1/4-inch dark 

streak, aligned with the exit aperture, on the moly-alumina multiplier 

collector. There were no comparable markings on the other collectors. 

The surfaces of the moly-alumina strip dynode were examined under 

600x optical magnification. No noticeable variation between input and 

output surfaces was visible. 

d. Physical/Chemical Analysis. The molybdenum collector 

electrodes of the continuous-dynode multipliers were subjected to analysis 

to see what films might have formed on the surfaces facing the exit aper- 

tures of the multipliers. Particular attention was directed to the dark 

streak opposite the moly-alumina unit. 
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4 

These molybdenum e lec t rodes  w e r e  f i r s t  evaluated nondestruct ively 

using X-ray d i f f r a c t i o n  and fluorescence. Lines w e r e  noted suggesting 

the  presence of oxides of molybdenum, but  not  of o ther  heavy elements. 

The sur faces  w e r e  next exposed to  chemical so lu t ions  seeking t o  

d isso lve  the sur face  layer .  NaOH did  completely d isso lve  the s t r e a k  on 

the  sur face  of the  moly-alumina c o l l e c t o r ,  and microscopic examination 

d id  not detect any p a r t i c u l a t e  matter. Thus i t  was concluded t h a t  no 

s i g n i f i c a n t  amount of carbon w a s  present .  

Colorometric v e r i f i c a t i o n  of t he  presence of oxides of molybdenum 

was ca r r i ed  out  by the  thiocyanate test. The r e s u l t a n t  in tense  red 

was not  decolorized by a reducing agent,  i nd ica t ing  the  presence of 

molybdenum. 
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I11 CONCLUSIONS 

A. Long-Term Changes 

I t  is  w i d e l y  accepted t h a t  e l ec t ron  bombardment of sur faces  causes 

the  desorpt ion of gas  molecules--particularly oxygen--with the r e s u l t a n t  

chemical reduct ion of the surface.  T h i s  effect appears to  be a major 

cause of g a i n  reduct ion i n  the  mul t ip l i e r s .  

changes the  e f f e c t i v e  work funct ion of the sur face  and the y i e ld  of 

secondary e lec t rons .  The r a t e  of chemical change should be r e l a t e d  t o  

the  e l e c t r o n  f lux ,  t o  the  proport ion of oxides a t  o r  near the  surface,  

and inverse ly  t o  the supply of residual-oxygen molecules i n  the  vacuum 

environment. 

The "clean-up" apparent ly  

This would account for the  s e n s i t i v i t y  of ga in  degradation t o  the  

m u l t i p l i e r ' s  output cur ren t  dens i ty .  The gradual deplet ion of oxides  

a t  o r  near  the  sur face  would cause t h e  decrease i n  r a t e  of ga in  l o s s  

with operat ing t i m e .  The s u b s t a n t i a l  reduction i n  r e s idua l  ( replenish-  

ment) oxygen i n  an ul t ra-high vacuum system i s  cons is ten t  w i t h  the  

observed r e s u l t s  of more rap id  ga in  decay i n  UHV systems as  compared 

t o  systems operat ing i n  t h e  10  t o  t o r r  range (although i n  poorly 

trapped oil-pumped systems there i s  a build-up of polymerized organics  

on the surface,  which apparent ly  i s  a l s o  detr imental  t o  secondary 

emission). 

when the  desorption-causing e l ec t ron  beam is  reduced i n  i n t e n s i t y  o r  

cu t  o f f ,  changing the  adsorption/desorption equi l ibr ium point.  T h i s  

l ikewise is  cons is ten t  w i t h  the  experience of p a r t i a l  gain recovery 

when a system containing a m u l t i p l i e r  is  p a r t i a l l y  o r  f u l l y  exposed t o  

atmosphere. The r e s i s t ance  change (decrease) i n  the  three  d i s t r ibu ted -  

dynode m u l t i p l i e r s  i s  i n  the  d i r e c t i o n  one would expect f o r  a chemical 

reduction of the  r e s i s t i v e  mater ia l .  

-5 

I t  a l s o  helps t o  p a r t i a l l y  expla in  the  recovery of ga in  

B, Short-Term Changes 

The opera t iona l  model, which seems t o  be reasonable supported by 

the  experimental r e s u l t s  and by some of the  references and o ther  l i s t e d  

27 
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a r t i c l e s ,  is  t h a t  of the resist ive-dynode sur face  i n  physical  and chemical 

equi l ibr ium w i t h  i t s  environment. The e l e c t r o n s  propagating along and 

impacting the  sur face  cause gas molecules a t  or near the  sur face  t o  be 

desorbed a t  a r a t e  proport ional  t o  the  e l ec t ron  f lux.  The sur face  t e m -  

pera ture  and residual-gas pressure would a f f e c t  t h e  number of gas 

molecules adsorbed a t  or near  the surface.  Since the bulk of the  impac- 

t i n g  e l ec t rons  a r e  of r e l a t i v e l y  low energy (on the  order of 100 e V )  and 

a r r iv ing  a t  very shallow angles,  they w i l l  not  pene t ra te  v e r y  deeply; 

hence the production of secondaries w i l l  be highly dependant on the  sur- 

face l a y e r  of mater ia l  and on any gas molecules adhering t o  the surface.  
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IV RECOMNIENDATIONS 

1. The substantial effect on gain following introduction of modest 

partial pressures of oxygen and hydrogen gas to the multiplier's oper- 

ating environment should receive further study. If a controllable and 

beneficial effect on gain can be demonstrated, it should be possible to 

provide for continuous or periodic introduction of gas to counteract 

the operational gain fatigue. 

2. The complex surface chemistry, which is apparently involved in 

the operational gain change of distributed-dynode multipliers, should 

receive additional study. 

A recently refined approach to the study of surface materials in- 
volves the use of a low-energy electron beam and analysis of the energy 

spectra of the resulting Auger electrons6 1 7 .  

of a 1 percent monolayer of surface material is reported. Such a tech- 

nique should permit quantitative evaluation of the complex surface 

microchemistry taking place on the resistive dynode surfaces. Since 

this technique utilizes a low-energy electron beam similar to the cas- 

cade electrons involved in multiplier operation, it should be possible 

to measure the secondary-emission ratio simultaneously with, or inter- 

spersed between measurements of the surface chemical composition, while 

closely simulating the operational situation of the continuous-dynode 

multiplier. Concurrent use of a closely coupled residual-gas analyzer 

sampling the gaseous environment near the multiplier resistive-dynode 

surface could provide additional helpful quantitative information. 

Detection and identification 
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13.  A B S T R A C T  

Tne o b j e c t  of t h i s  s tudy  was t o  p rov ide  a b e t t e r  unde r s t and ing  of t he  o p e r a t i o n a l  ga in  f a t i g u e  mechanism i n  
con t inuous  dynode e l e c t r o n  m u l t i p l i e r s .  
The e f f o r t  encompassed t h e  s t u d y  of g a i n  changes i n  e l e c t r o n  m u l t i p l i e r s  a s  a func t ion  of t h e i r  o p e r a t i o n a l  
parameters  and t h e i r  envi ronment ,  e s p e c i a l l y  tempera ture ,  p r e s s u r e ,  and r e s i d u a l - g a s  c o n s t i t u e n t s .  
enqironment was a room-temperature,  vac-ion-pumped, u l t ra -h igh-vacuum (UHV) s t a t i o n  ope ra t ed  a t  p r e s s u r e s  below 
1 0  6 t o r r .  Temperature excur s ions  were from about  O'C t o  70 C: 
10-4 t o r r .  In a d d i t i o n  t o  t h e  normal vac - ion  r e s i d u a l -  a s  environment,  p a r t i a l  p r e s s u r e s  of n i t r o g e n ,  oxygen, 
a rgon ,  carbon d i o x i d e ,  h drogen ,  and a i r  were in t roduce$  f o r  va ry ing  t ime pe r iods .  Commercial and expe r imen ta l  
continuous-dynode m u l t i p l i e r s  and a d i sc re t e -dynode  m u l t i p l i e r ,  a l l  w i th  r a d i o a c t i v e  p source  i n p u t s ,  were 
ope ra t ed  s imul t aneous ly  i n  c l o s e  proximi ty  t o  each  o t h e r  w i t h i n  t h e  common vacuum envi ronment ,  w i th  comparable 
i n i t i a l  ou tpu t  c u r r e n t s .  
Re g a i n  change was measured and e v a l u a t e d  as  a f u n c t i o n  of o p e r a t i n g  time and o t h e r  parameters  over  a 
of e i g h t  months of e s s e n t i a l l y  con t inuous  o p e r a t i o n .  P o s t o p e r a t i o n a l  e l e c t r i c a l ,  o p t i c a l ,  p h y s i c a l ,  a n y r i o d  
chemica l  a n a l y s e s  of t h e  m u l t i p l i e r s  and c o l l e c t o r  e l e c t r o d e s  were conducted .  
There  was a r a p i d ,  and a t  l e a s t  p a r t i a l l y  r e v e r s i b l e  ga in  change r e l a t e d  t o  t h e  cascade  e l e c t r o n  f l u x  i n  the  
m u l t i p l i e r ,  t h e  r e s i s t i v e  dynode s u r f a c e  t empera tu re ,  and t h e  c o n s t i t u e n c y  and p r e s s u r e  of t h e  gaseous e n -  
vironment i n  t h e  v i c i n i t y  of t he  m u l t i p l i e r  s u r f a c e ,  appa ren t ly  r e l a t e d  t o  t h e  co r re spond ing  changes i n  t h e  
( p r i m a r i l y )  p h y s i c a l  e q u i l i b r i u m  s t a t e  o f  t h e  dynode s u r f a c e .  
an o r d e r  of magnitude were observed  i n  some cases .  
There appea r s  t o  be  a long  term change i n  t h e  s u r f a c e  composi t ion  of t h e  dynode r e s i s t i v e  s u r f a c e  due t o  
e l e c t r o n  induced d e s o r p t i o n  of oxygen (and o t h e r  g a s e s ) ,  c a u s i n g  a chemica l  r e d u c t i o n  of t h e  s u r f a c e  t h a t  r e -  
duces  t h e  f i l m r e s i s t a n c e  and t h e  secondary-emiss ion  r a t i o  of t h e  s u r f a c e .  Tne r a t e  o f  g a i n  l o s s  d e c r e a s e s  
wi th  o p e r a t i n g  time, presumably because  of t h e  dec reased  popu la t ion  of r e l e a s a b l e  g a s e s .  
s u r f a c e  t o  i n c f e a s e d  p r e s s u r e  of oxygen (and some o t h e r  g a s e s )  a p p a r e n t l y  p a r t i a l l y  r e p l e n i s f e s  the  d e p l e t e d  
r e g i o n ,  r e s u l t i n g  i n  p a r t i a l  ga in  r ecove ry .  
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